SUMMARY
INTRODUCTION
The atomic force microscope (AFM), invented in the early 1980's [1] - [2] , is now widely considered to be the instrument of choice for analysing surfaces at the nano-or, in some cases, atomic scale. This is mainly due to the ability of the technique to measure forces and distances at a very high resolution, and to explore non-destructively different surfaces in air or vacuum with minimal sample preparation. In addition to characterising topography, mechanical property measurements can be made by AFM-based semi-quantitative scanning techniques (i.e. force modulation [3] and tapping-mode phase imaging [4] ) or by more time-consuming atomic force microscopy (i.e. force-distance curves [5] ).
The pulsed-force mode of AFM operation was developed in 1997. This enabled adhesion and stiffness properties to be calculated at each point on a surface more rapidly than was previously possible [6] . In this mode, the AFM cantilever is oscillated and taps the surface periodically enabling the associated force-distance curve to be measured. These curves are then analysed in real time to extract adhesion and stiffness values. The methodology for calculating the surface Young's modulus from single-point force-distance curves [7] was developed simultaneously with pulsed-force mode, although it was not until recently that quantification of pulsed-force mode became possible [8] . Recent developments in noise reduction, data acquisition and processing speed has allowed an AFM manufacturer (Bruker AXS, California, USA) to develop PeakForce™ Quantitative Nanomechanical Mapping (QNM™). This is an extension of pulsed-force mode with improved force resolution (10 -10 N for QNM, compared to 10 -9 N for pulsed-force mode [8] ) combined with real time calculation of Young's modulus at each surface contact. The manufacturer claims that the technique can measure Young's moduli of materials ranging from soft gels (~1 MPa) to rigid polymers (>20 GPa), exceeding other AFM based techniques (e.g. HarmoniX [9] ) for nanoscale material characterisation.
Accurate modulus measurements are complicated by the multiple and complex force interactions that usually occur in a tip-surface contact. The most commonly used models for the calculation of Young's modulus by AFM techniques (where the predominant contact is between a spherical tip of defined radius and a flat surface) are Hertzian, DerjaguinMuller-Toporov (DMT) and Johnson-Kendall-Roberts (JKR) [10] . In practice, the surface is rarely flat, and the tip apex may differ from an ideal sphere, leading to errors in the calculated modulus values. An additional complication is rotation (the lateral and buckling movement) of the AFM tip during cantilever deflection which produces tip-surface shear forces that are not accounted for in these models [11] .
To the authors' knowledge, no independent work has considered the degree of accuracy and applicability of the PeakForce™ QNM™ technique in a systematic way. The purpose of this investigation is to evaluate PeakForce™ QNM™ as a nanomechanical mapping technique to obtain valid modulus measurements for a range of polymers. The modulus values obtained from PeakForce™ QNM™ using different probes were compared with values measured using conventional IIT and with the suppliers' data. Table 1 shows the materials used in this study together with the suppliers' values for Young's modulus and Poisson's ratio (where Poisson's ratio data were not available, a value of 0.35 was used). Polymer surfaces were prepared by ultramicrotomy using a Leica EM UC7 ultramicrotome (Leica Microsystems GmbH Wetzlar, Germany). The temperature was controlled (between -40 ºC and -140 ºC) to ensure that the ultramicrotomy resulted in a brittle fracture to minimise the surface roughness. The polymeric surfaces for investigation were cut from bulk materials (as opposed to using thin films) in order to eliminate any error arising from the interaction between a thin film and the underlying substrate during indentation by either AFM nanomechanical mapping or IIT [12] .
EXPERIMENTAL METHODS

Materials
INSERT TABLE 1
Instrumented (nano) Indentation Testing (IIT)
IIT experiments were performed using a NanoTest instrumented indentation platform (Micro Materials Ltd). Ten indentations, separated by 50 m to avoid interference, were performed on each sample using a Berkovich diamond indenter by applying a 20 mN force at a constant loading rate of 0.67 mN s -1 over 30 s; the maximum force was then held for 100 s, and then unloading was performed at a constant unloading rate of 2 mN s -1 over 10 s. Values of indentation moduli were then calculated from the unloading slopes using an indenter area function obtained by metrological AFM [13] .
Quantitative AFM Nanomechanical Mapping a) Background Theory
In PeakForce™ QNM™, the Young's modulus is calculated using a DMT model (see equation 1) that is applied to the unloading portion of the force-separation curve (see Figure 1 ) [14] . 
where I E is the indenter Young's modulus,
I
 is the Poisson's ratio of the indenter and The tip radius can be measured directly using a Scanning Electron Microscope or a tip calibration grating. Alternatively, the value of the radius can be derived from a reference sample (in the present work, polystyrene i.e. PS) using equation 1 and taking the modulus value to be that determined using IIT [15] .
INSERT FIGURE 1 b) Instrumentation
AFM experiments were performed using a Bruker Dimension Icon AFM and three different probes: PDNISP and Tap525 probes supplied by Bruker AXS; Tap190 probes supplied by BudgetSensors TM (Innovative Solutions Bulgaria Ltd, Bulgaria). The probes (see Table 2) were selected based on the recommendations of Bruker AXS for the range of polymer
Young's moduli to be investigated (0.2 GPa to 3.7 GPa -values based on IIT measurements). For the experiments described here, the oscillation frequency was 2 kHz and the amplitude was set at a constant value of 300 nm corresponding to an indentation rate of 1.2 mm s -1
. All AFM experiments were performed within a two-week period of the last IIT measurement. The probes were used sequentially for measurements on all the polymers and the polymers were kept in a desiccator (< 30 % RH at 21 C) between measurements. Each set of Young's modulus measurements on a sample corresponds to 256 x 256 force-separation curves obtained over an area of 2 µm x 2 µm. These data are presented as histograms.
To optimise the experimental settings (working radius and working applied force), the following procedure was adopted. To make an initial estimate of the target value of tip F to be used in the experiments, equation 1 was used with an AFM tip radius based on direct (SEM) observation, an indentation depth of 2 nm (the suppliers recommended minimum value), a modulus value taken from IIT for the stiffest polymer to be investigated (PMMA, 3.7 GPa) and with adh F taken as zero. These calculated values are shown in Table 2 . An experiment was then run on the PS reference sample using the calculated target value of tip F . Then using the measured experimental parameters ( adh F and d ), the AFM tip radius was recalculated so that the new r E value was in agreement with the IIT value for PS. The method described above gives a set of test parameters, which give the correct modulus for the PS reference sample but are not necessarily applicable to other samples.
Hence, a second reference sample, photostress coating 1 (PS1) was used in order to refine the parameters. An iterative procedure was then adopted whereby a sample of PS1 was tested and tip F was adjusted until the modulus matched the IIT value. The adjusted tip F was then applied to the PS sample and the radius was again modified until the modulus matched the IIT value. The iterative process was continued until the values of tip F and R , which produced an exact match for PS with respect to the IIT value, gave a mean modulus of PS1 that was within 1 standard deviation of the IIT value. Following this calibration process, the working applied force and working radii were used for all the AFM measurements of the remaining polymers. These final values are shown in Table 2.   INSERT TABLE 2 
RESULTS
Introduction
This section describes the Young's moduli results obtained by AFM nanomechanical mapping. Firstly, the implementation of the calibration procedure for each probe using the reference samples (PS and PS1) is described. Secondly, analytical predictions of the cantilever sensitivity are reported based on the experimental parameters presented in Table 2 . Finally, the results of Young's moduli measurements using the polymers listed in Table 1 are presented.
Calibration
To establish the values for the working applied force ( tip F ) and working radius (R), measurements were performed on both the PS and PS1 samples as described in the previous section. The Young's moduli measurements after the calibration procedure had been completed for each probe are shown as histograms in Figure 2 and a normal distribution of Young's moduli for each material can be seen. It seems reasonable that a distribution of the Young's moduli would be measured due to the effect of polymer chain orientation and semi-crystallinity at the nanoscale. From these data, the mean and associated standard deviations were calculated and these values are shown in Figure 3 plotted against the Young's moduli measured using IIT.
INSERT FIGURE 2
As indicated above, Figure 3 shows a comparison between the results of AFM and IIT nanomechanical mapping for the PS and PS1 calibration samples. As explained in the previous section, the calibration procedure resulted necessarily in agreement between the AFM nanomechanical mapping and IIT measurements for PS. The best agreement between the two techniques for PS1 was for the PDNISP probe, possibly because the tip apex was the most spherical and therefore had the best fit with the DMT model used to calculate the Young's modulus. Figure 3 also shows that the Tap 525 and the Tap190 have either slightly underestimated or overestimated, respectively, the Young's modulus of PS1. However, in each case, the AFM nanomechanical measured Young's modulus of PS1 was within a standard deviation of the IIT measurement and so it was assumed that the experimental settings for each probe were reasonable for characterising the remaining polymer surfaces.
INSERT FIGURE 3
Correlation of the cantilever sensitivity with the Young's moduli variation
The suitability of each probe for measuring the Young's moduli was determined by assessing the proportion of cantilever deflection to sample deformation. If the cantilever does not deflect when pressed against the surface because the cantilever stiffness is too high, it is not possible to measure the applied force or calculate the surface deformation. In contrast, if the cantilever deflects but there is no surface deformation because the cantilever stiffness is too low, then any error in the cantilever deflection measurement could be misinterpreted as sample deformation. For this reason, the proportion of cantilever deflection is indicative of how sensitive any particular probe is when measuring surfaces within a given stiffness range. For each of the three AFM probes used in this study, the proportion of the deflection ascribed to the cantilever and the sample were calculated for each of the test polymers using equation 3. Figure 4 shows the predicted percentage of cantilever deformation (as a proportion of total deflection) with increasing sample Young's modulus for each probe. The Tap190 probe has the largest proportion of cantilever deflection out of the three AFM probes, which indicates that it may provide the most sensitive measurement. In contrast, the PDNISP probe (with a relatively high stiffness) will deflect the least and hence it may not be possible to detect the first point of contact for the less stiff polymers.
INSERT FIGURE 4
Results of quantitative nanomechanical measurement of polymers for polymers having a stiffness between that of PS1 and PS.
INSERT FIGURE 5 IIT is modelled using an Oliver and Pharr model designed for elastic-plastic contact using a Berkovich indenter. In summary, therefore, the AFM may be considered to be a tool suitable for the detection of local mechanical properties, rather than overall bulk material properties.
The measured average Young's moduli values are generally similar for the Tap525 and PDNISP probes. (see Table 2 ), which is likely to be a result of the similarities in the probe geometries (see Table 2 ) and the proportion of cantilever deformation (see Figure 4 ) for the two AFM probes. In general, the PDNISP probe shows the smallest standard deviation for the measured samples, perhaps suggesting that a small proportion of cantilever deflection leads to more precise Young's moduli measurements. However, it should be noted that it was not possible to measure the modulus for some of the polymers using the PDNISP probe (see Table 2 ). This may be associated with the higher applied force for the PDNISP probe, which in turn leads to higher friction, and different rate-dependent responses for the various polymers. It should be noted that it is not possible to change the indentation displacement rate within the nanomechanical test by more than a factor of two.
INSERT TABLE 3
CONCLUDING REMARKS
The present work has shown that AFM nanomechanical mapping has the potential to be a useful supplement (with higher spatial resolution and surface sensitivity) to IIT for measuring the small-scale Young's modulus of a polymer surface. The technique can provide repeatable measurements of polymer moduli for a number of different probes when careful calibration procedures are used. In spite of this, there are difficulties when polymer surfaces are characterised that have significantly different moduli from the calibration samples, which might partially be overcome if the PeakForce QNM software could be modified to allow for additional contact models to be used in the analysis. 
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